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HPLC COLUMN APPLICATIONHT

Unison UK-C18 HT, 100 x 2 mm
A: 0.1% formic acid in water
B: 0.1% formic acid  in acetonitrile
5%B (0-1min), 5-95%B (1-8min), 95%B (8-11min), 
95-5%B (11-11.1min), 5%B (11.1-15min)
0.3mL/min, 40°C, Triple Quad. MS (ESI, Positive/Negative)
2µL (100 ppb)

抗コクシジウム薬のLC-MS/MS 分析

LC-MS/MS: Anticoccidial agents

amprolium
243.0 > 150.1

0.9min

imidocarb
349.1 > 188.0

3.8min

toltrazuril sulfone
456.1 >  456.0

7.5min

clopodol
191.9 > 101.0 

4.0min

diclazuril
406.8 > 335.9

7.8min

am
pr

ol
iu

m

im
id

oc
ar

b

to
ltr

az
ur

il 
su

lfo
necl

op
od

ol

di
cl

az
ur

il

TICSTD 5mix 100ppb


